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Spectroscopic characterization of vacuum
ultraviolet free electron laser pulses

S. Düsterer, P. Radcliffe, G. Geloni, U. Jastrow, M. Kuhlmann, E. Plönjes, K. Tiedtke,
R. Treusch, and J. Feldhaus

Hamburger Synchrotronstrahlungslabor (HASYLAB) at Deutsches Elektronen-Synchrotron (DESY) Notkestrasse 85,
D-22603 Hamburg, Germany

P. Nicolosi and L. Poletto
INFM-LUXOR, Department of Information Engineering, University of Padova, Via Gradenigo 6/A, 35131 Padova, Italy

P. Yeates, H. Luna, and J. T. Costello
National Center for Plasma Science and Technology and School of Physical Sciences, Dublin City University, Dublin,

Ireland

P. Orr
International Research Centre for Experimental Physics, Queen’s University Belfast, BT7 1NN, UK

D. Cubaynes and M. Meyer
LIXAM/CNRS, Centre Universitaire Paris-Sud, Bâtiment 350, F-91405 Orsay Cedex, France

Received January 12, 2006; revised February 21, 2006; accepted March 15, 2006; posted March 23, 2006 (Doc. ID 67229)

Because of the stochastic nature of self-amplified spontaneous emission (SASE), it is crucial to measure for
single pulses the spectral characteristics of ultrashort pulses from the vacuum ultraviolet free electron laser
(FLASH) at DESY, Germany. To meet this particular challenge, we have employed both photon and photo-
electron spectroscopy. Each FEL pulse is composed of an intense and spectrally complex fundamental, cen-
tered at a photon energy of about 38.5 eV, with a bandwidth of 0.5% accompanied by higher harmonics, each
carrying an intensity of typically 0.3 to 0.6% of that of the fundamental. The correlation between the har-
monics and the fundamental is in remarkable agreement with a simple statistical model of SASE FEL
radiation. © 2006 Optical Society of America

OCIS codes: 140.2600, 140.7240, 300.6210.
Free electron lasers (FELs), operating on the prin-
ciple of self-amplified spontaneous emission1 (SASE),
open up completely new vistas in intense laser–
matter interaction, as they have the potential to pro-
vide ultrashort pulses of coherent laser radiation
with photon energies far above the ionization thresh-
olds of matter. As a result, nonlinear optics and spec-
troscopy can be extended into the vacuum ultraviolet
(VUV) region of the electromagnetic spectrum for the
first time to our knowledge. In contrast with tradi-
tional visible lasers, the predominant interaction of
VUV-FEL radiation is expected to be with inner-shell
electrons. Hence new physical phenomena, in which
electrons in resonant autoionizing2 and continuum
states3 play an important role, are expected to be ob-
served.

Established VUV sources, such as storage-ring-
based insertion devices and high harmonics of optical
lasers, lack the enormous brilliance of the FLASH fa-
cility, but they do enjoy stable conditions of operation.
In contrast, the statistical character of the SASE pro-
cess gives rise to intensity and frequency fluctuations
for each individual shot. Hence it is absolutely essen-
tial to have the capacity to determine the salient
properties of the FEL beam, such as spectral distri-
bution and intensity variations, on a shot-to-shot ba-
sis. Similar to SASE FELs in the visible frequency
0146-9592/06/111750-3/$15.00 ©
range,4,5 SASE VUV-FELs emit intense odd6 and
even7 harmonics up to the percent level. The ratio of
the third harmonic to the fundamental intensity
grows strongly within the linear regime of operation
and is limited to a theoretical maximum of 2% when
the FEL output reaches saturation.6 To comprehen-
sively characterize the FEL spectral distribution, we
combined a high-resolution grazing incidence
spectrometer to record single-shot spectra, with a
time-of-flight (TOF) photoelectron spectrometer ca-
pable of recording electrons produced by the funda-
mental, as well as the harmonics, of the FEL radia-
tion within one single pulse.

Kinetic energy analysis of the photoelectrons was
obtained by using a magnetic bottle electron analyzer
similar to that described in Ref. 8. Electrons pro-
duced by the interaction of an effusive gas jet and the
FEL beam (focus �30 �m FWHM) in the acceptance
volume of the analyzer are directed by a strong per-
manent magnet �0.5 T� towards a 65 cm long TOF
tube. A solenoid �0.5 mT� then guides the electrons
further. The total collection efficiency of this configu-
ration is close to 100% for all considered kinetic en-
ergies. The total photoelectron current was detected
with a conventional two-stage channel plate detector.
A typical energy resolution of 5% of the kinetic en-

ergy was achieved, which can be improved by decel-
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erating the electrons with the aid of an electrostatic
retardation field at the entrance of the TOF. Rare
gases (He, Ar, and Xe) were introduced through a
capillary of 500 �m inner diameter. The background
pressure was approximately 2�10−8 mbars without
gas and was raised to 2�10−7 mbars with a rare gas.
The linear accelerator was operated with a repetition
frequency of 2 Hz for the macro pulse, consisting of a
pulse train of up to 20 individual electron bunches,
with 1 �s separation. The central wavelength of the
SASE FEL radiation was about 32.2 nm �38.5 eV�
with a temporal width, estimated from the spectral
properties of each pulse to be less than 50 fs.9 The av-
erage energy of the pulses, monitored by detectors
provided by DESY,9 varied typically between 5 and
20 �J per pulse. These values correspond to
�1012–1013 photons per pulse.

A typical photoelectron spectrum recorded by sum-
ming over 256 individual FEL pulses is displayed for
Xe in Fig. 1. The strongest feature in the spectrum
corresponds to the photoionization of the two spin-
orbit components of the Xe 5p shell (2P3/2 and 2P1/2 at
kinetic energies of Ekin=26.4 and 25.1 eV, respec-
tively). Additional structures at kinetic energies
Ekin�30 eV are attributed to the photoionization of
the Xe atoms in the 5p, 5s, and 4d shell by the second
����2nd�=77 eV� and the third ����3rd�=115.5 eV�
harmonic of the fundamental FEL radiation. In par-
ticular, because of the high 4d photoionization cross
section the broad peak at Ekin=47 eV, which is as-
signed to the unresolved 4d−1 photolines (2D5/2 and
2D3/2), and the corresponding Auger transitions
around Ekin=30 eV are clearly visible. It should be
stressed that we cannot distinguish between photo-
ionization induced by the higher harmonics of the
FEL and direct two- and three-photon ionization,
which should become possible for high intensities. We
have excluded such nonlinear processes, since almost
identical values are deduced from the spectra of all
three gases. Since the energy dependence of the par-
tial photoionization cross section for the Xe 5p, 5s,
and 4d shell is known with high accuracy,10 the inte-
grated intensity of the corresponding lines in the

Fig. 1. Photoelectron spectrum of Xe recorded after inter-
action with VUV photons from the FEL lasing at 32.2 nm
�38.5 eV�. The 5p photolines as well as the additional struc-
tures induced by the second and third harmonics of the
FEL are indicated.
photoelectron spectrum can directly be converted to
intensities of the harmonics relative to the funda-
mental. Average values for both the second and third
harmonics were found to be equivalent within the er-
ror bars. Ratios of �0.3±0.2�% and �0.6±0.2�% have
been determined for �5 and �20 �J FEL pulse ener-
gies, respectively.

Because of statistical fluctuations in the SASE pro-
cess, there may be considerably more harmonic con-
tent in an individual FEL pulse than the mean val-
ues given above. This question can be addressed by
measuring the photoelectron spectra for each single
FEL pulse. Due to the large photon flux per pulse and
the high rare-gas photoionization cross sections,
single-shot spectra were easily recorded. In Fig. 2 the
absolute intensity of the Xe 4d−1 �Ekin=47 eV� line
versus the 5p−1 �Ekin=25–26 eV� lines is shown, i.e.,
indicating the relative intensity of the third har-
monic of the FEL with respect to the intensity of the
fundamental. The plot shows a strong correlation be-
tween a high FEL intensity and a strong third-
harmonic signal. For intense pulses the spread of the
data points is quite large. This can be explained by
the strong dependence of the third harmonic on in-
tensity spiking in the fundamental, since the inten-
sity of the third harmonic is proportional to the cube
of the intensity of the fundamental, I3�t�� �I1�t��3.

A simple theoretical approach was used to simulate
correlations between fundamental and harmonic
pulse energies (see Fig. 2). In the underlying model
we assumed that the SASE FEL radiation can be de-
scribed in the linear mode of operation, i.e. the expo-
nential gain regime, using Gaussian statistics.11 This
analytical approach is not valid in the nonlinear re-
gime, at saturation. In our case, where the FEL op-
erates between both regimes, the qualitative, linear
approach still represents the fundamental properties
well. In the linear region, the instantaneous intensity
of the fundamental, I1�t�, shows a negative exponen-
tial probability distribution p�I1�t��=1/ �I1�t��
�exp�−I1�t� / �I1�t���, where �� denotes the average
over an ensemble of pulses. The summation over M
subpulses yields a reference for one SASE pulse at
the fundamental wavelength. M can simply be mea-
sured by analyzing the energy fluctuation data ac-

Fig. 2. Relative pulse energies of the fundamental and the
third harmonic were measured for 100 individual FEL
pulses (stars) by TOF spectroscopy. The simulated SASE
pulses (six modes, circles) and the TOF data were scaled to

the provided average pulse energy of �5 �J.
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quired from the fundamental radiation.11 However,
summing the cube of the instantaneous intensity for
each subpulse represents a relative value for the
third-harmonic pulse. To compare the simulated data
with the experiment, the average ratio of the simu-
lated third harmonic to the fundamental was scaled
to the experimentally determined average. With such
a model, we can analyze the individual temporal
pulse shapes for all simulated pulses in Fig. 2. In-
deed, a high ratio of the third harmonic to the funda-
mental for one single FEL pulse corresponds to a dis-
tinct spike in the time domain of the fundamental
and, even more pronounced, in the third-harmonic
pulse.12 Since the model yields good qualitative
agreement with the experiment, we infer that the un-
derlying temporal structure predicted by it must also
be a good qualitative representation of the real pulse
shapes, which we cannot measure directly.

To investigate the spectral distribution in more
detail, high-resolution single-shot spectra
(Fig. 3) were recorded in the range 10–40 nm by a
grazing incidence stigmatic spectrometer13 ���
�0.04 nm at 30 nm�. The spectrum is acquired on a
fluorescent screen (spectral window of �2 nm), that
is imaged by a gated intensified camera capable of re-
cording spectra from single FEL pulses out of a
bunch train. Spectra of the second and the third har-
monic, averaged over 2500 shots, have been recorded
(see the inset in Fig. 3). Considering all spectrometer
components, the wavelength-dependent response
was calculated. The relative intensities of the har-
monics to the fundamental are determined as
2nd/1st= �0.35−0.20

+0.35�% and 3rd/1st= �0.4−0.25
+0.40�% by

the spectrometer for an average pulse energy of
�20 �J.14 Despite the different locations of the
detectors,15 these values are in good agreement with
the photoelectron measurement.

Fig. 3. VUV spectra for ten arbitrarily chosen FEL pulses.
The main wavelength for all pulses is about 32.2 nm, with
an overall width of about 0.4 nm. Inset, third-harmonic
spectrum, centered at 10.7 nm, averaged over 2500 pulses.
In conclusion, we have characterized the spectral
properties of the FLASH lasing at a wavelength of
32.2 nm. Using TOF photoelectron spectroscopy, the
ratio of the pulse energy of the fundamental and the
two higher harmonics within one FEL pulse have
been measured on a shot-to-shot basis (1 �s pulse
spacing). Our detection method is nonperturbative,
and thus it can be used as an online detector for ex-
periments to deliver information about the harmonic
content of the FEL pulses.
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